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Abstract
Purpose To assess retrospectively the clinical accuracy
of an magnetic resonance imaging-guided robotic prostate
biopsy system that has been used in the US National Cancer
Institute for over 6 years.
Methods Series of 2D transverse volumetric MR image
slices of the prostate both pre (high-resolution T2-weighted)-
and post (low-resolution)- needle insertions were used to
evaluate biopsy accuracy. A three-stage registration algo-
rithm consisting of an initial two-step rigid registration fol-
lowed by a B-spline deformable alignment was developed to
capture prostate motion during biopsy. The target displace-
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ment (distance between planned and actual biopsy target),
needle placement error (distance from planned biopsy target
to needle trajectory), and biopsy error (distance from actual
biopsy target to needle trajectory) were calculated as accu-
racy assessment.
Results A total of 90 biopsies from 24 patients were stud-
ied. The registrations were validated by checking prostate
contour alignment using image overlay, and the results were
accurate to within 2 mm. The mean target displacement, nee-
dle placement error, and clinical biopsy error were 5.2, 2.5,
and 4.3 mm, respectively.
Conclusion The biopsy error reported suggests that quan-
titative imaging techniques for prostate registration and
motion compensation may improve prostate biopsy target-
ing accuracy.

Keywords Prostate biopsy · Accuracy validation ·
MRI-guidance · Image registration

Introduction

Prostate cancer is the most common form of cancer and the
second most common cause of cancer death among Amer-
ican and European men [1]. In 2012, an estimated 241,740
men were diagnosed with prostate cancer and an estimated
28,170 died of this disease [1]. Due to inconclusive results
from prostate-specific antigen (PSA) and digital rectum exam
(DRE) screening tests, prostate biopsy is the most definitive
form of cancer diagnosis. Approximately 1.5 million prostate
biopsies are performed annually in the United States [1]. The
current standard biopsy procedures use 2D transrectal ultra-
sound (TRUS) guidance. Since tumors are not visible in ultra-
sound, in TRUS-guided biopsies, usually six (hence, “sextant
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biopsy”) to eighteen cores are removed from upper, mid, and
lower areas of the left and right sides to obtain a representative
sampling of the gland and determine the degree and extent of
cancer. There are many problems associated with this non-
exhaustive systematic search method for an unknown target.
First, the pressure from the transducer probe while imaging
causes dynamic prostate deformation throughout the proce-
dure, which can lead to inaccurate needle placement. The
location of biopsy is also lost after the procedure, making
precise re-biopsy of the same region of the prostate difficult
or impossible. TRUS-guided biopsy only has a detection rate
of 20–40 % [2,3], and it misses cancer in at least 20 % of the
cases [4,5]. Such observations have been seen with no major
changes for about a decade [6,7]. Cancers have been rou-
tinely missed, resulting in a large number of repeat biopsy
cases [8].

The superior soft tissue imaging quality of magnetic reso-
nance imaging (MRI) provides an alternative for biopsy guid-
ance. Possible cancerous regions can be identified on the MR
images and therefore allowing target-specific biopsies to be
performed at these sites. Due to confined physical space in
the scanner and the length of the procedure, robotic assis-
tance is often required. Numerous MRI-compatible biopsy
systems were developed for this purpose [9]. The access to
prostate tissue under MRI (APT-MRI) system has been used
at the US National Cancer Institute (NCI) for over 6 years
[10,11] (Fig. 1). The robot is fixated to the patient table and
the end that contains the imaging probe with a built-in needle
guide is placed inside the patient transrectally. The device is
then calibrated to scanner coordinate system, and diagnos-
tic scans are taken. Next, it is remotely controlled to set the
desired needle position and angle for a specific biopsy tar-
get. The needle is then advanced into the prostate transrec-
tally through the needle guide to acquire tissue samples for
histological analysis.

The prostate movement upon needle insertion can be
extremely complex since it can deform and dislocate inde-
pendently from surrounding structures. In addition, patient
movement due to discomfort can further complicate the prob-
lem. The current system does not take into consideration of
these factors, yet the biopsies still need to be sufficiently

accurate to hit the intended target in order not to miss the
suspected cancerous tissue. This paper reports a retrospective
quantitative evaluation of the biopsy accuracy for the APT-
MRI robotic biopsy system. In addition, a detailed prostate
motion analysis during biopsy is also provided.

Related works

Prostate motion and deformation upon needle insertion have
only been studied by a few groups using MR images. Some
common approaches include tracking a number of manually
identified anatomical landmarks [12] or using surface con-
tours to align the prostate [13,14]. The accuracy of these
feature-based methods depends heavily on the user segmen-
tation, which can be inconsistent especially at the apex and
base of the prostate gland. Some groups applied biomechan-
ical models to study the organ geometry and boundary con-
straints [15–17], while others chose image-based methods
such as rigid or deformable registration using mutual infor-
mation and correlation coefficient [18,19]. Biomechanical
models also require segmentation and knowledge of mate-
rial properties, which can be difficult and time consum-
ing. Thus, image-based rigid and deformable registration
would be the most suitable for our case. However, due to
huge variability in the image quality from the large dataset
provided by the NCI, none of the existing method men-
tioned is capable of accurately determining the transforma-
tion between our image pairs with short computation time
and little manual interference. We developed an algorithm
designed to capture the majority of prostate motion during
APT-MRI-guided transrectal biopsy for most of our patient
data.

A preliminary study was previously done by our group
[20]. This paper presents results from a larger data set
and includes several major improvements to the orig-
inal registration framework. These include: image pre-
processing, deformable registration and accuracy validation
on all dataset instead of a randomly selected small sub-
set, validation using ground truth, more in-depth statisti-
cal analysis, and major decrease in the amount of manual
work.

Fig. 1 The APT-MRI robotic biopsy device system used in NCI [6]
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Materials and methods

Data acquisition

The MR images were collected from the US National Can-
cer Institute over a period of 6 years. Although there were
variations in the clinical protocol, the following steps were
common to all trials. First, a series of 2D high-resolution
T2 transverse volumetric image slices covering the whole
prostate were acquired with the patient in prone or supine
position inside the MRI scanner. From this pre-needle inser-
tion volume, the clinicians select the biopsy target locations
in right-anterior-superior (RAS) coordinates, where the ori-
gin is approximately the center of the prostate. Once the
biopsy target locations are chosen, the APT-MRI device was
used to place the biopsy needle transrectally into the prostate
to acquire tissue samples. While the needle is still in place,
another set of 2D transverse volumetric image slices were
obtained to confirm needle placement.

There was an at least 10-min gap between the diagnostic
targeting image acquisition and the biopsy needle confirma-
tion image, during which prostate and patient movement may
have occurred. Therefore, to obtain the actual biopsy target
location, image registration between the pre- and post-needle
insertion volumes needs to be performed to account for rigid
motion and deformation during the procedure. The result-
ing transformation from the registration can then be applied
to the planned biopsy target to locate its coordinates in the
post-needle insertion volume.

Image registration

The data used for registration and biopsy accuracy evalua-
tion are the sets of 2D transverse volumetric image slices
of the prostate pre- and post-needle insertion. Developing
a registration algorithm to capture the prostate motion and
deformation for the majority of the images in the dataset was
a difficult task. The images were collected from different
clinical trials, using different imaging protocols, by different

clinicians, with several different versions of the APT-MRI
device. There are large variations in image resolution, field
strength, amount of artifacts etc. In addition, the complex
prostate movement and deformation due to needle insertion
along with patient motion during the procedure further com-
plicate the task. The extent of these motions and deformations
also varies from patient to patient. Nonetheless, a computa-
tion method that is suitable for most of the cases is needed
for retrospective biopsy accuracy analysis. The rest of this
section describes our implementation details.

The MR images were first pre-processed to decrease inten-
sity non-uniformity in homogeneous tissue regions using
N4ITK (Nick’s N3 Insight Toolkit) implementation for MRI
bias field correction [21]. This method does not require expert
supervision, user interaction, or training, and only has a few
user-defined parameters. The two most important parame-
ters are bias full width at half maximum (BWHM) and noise.
BWHM defines the Gaussian that estimates the bias field, and
noise specifies the Wiener filter used for field estimation. By
experimentation, it was found that BWHM at 0.5 and noise
at 0.01 or 0.1 (depending on the image) worked the best for
our clinical images. Other parameters had a much smaller
influence on the bias correction results.

After pre-processing, a three-stage volume-to-volume
registration procedure was developed using ITK [22] to deter-
mine the transformation between the pre- and post-needle
insertion volumes. This captures the prostate movement,
including both dislocation and deformation during biopsy
(Fig. 2). The procedure starts with a simple rigid registra-
tion of the entire image volume to compensate for prostate
motion in coherence with the biopsy device and patient. Next,
another rigid step was performed using only the prostate
as the region of interest to correct for residual decoupled
prostate motion. Finally, a B-spline deformable registration
with a grid size of 5 × 5 × 5 was used to fine-tune the align-
ment and to adjust for tissue deformation that occurred during
the procedure. Due to the aforementioned large differences
in our images, mutual information was chosen to be the sim-
ilarity metric. Furthermore, our implementation involved a

Fig. 2 Workflow of the
three-stage registration
algorithm between the pre- and
post-needle insertion volumes
using mutual information
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variant of the gradient descent optimizer for versor rigid 3D
transform, and an L-BFGS-B (Limited-memory Broyden–
Fletcher–Goldfarb–Shannon with simple bounds) optimizer
for the deformable component.

In the clinical MR images, the exact correspondence of
the prostate anatomy cannot be identified easily. In addi-
tion, prostate movement can be decoupled from surround-
ing organs and bony structures. Therefore, typical validation
methods such as using landmarks to evaluate the registra-
tion accuracy are not applicable in our case. To validate our
registration algorithm, we first generated simulated image
volumes by applying known transformations (ground truth)
to an existing image volume. The difference between ground
truths and the recovered transformations generated by the
algorithm from registering simulated volumes with the orig-
inal volume was calculated. We then proceeded to validate
the algorithm on actual clinical image pairs by performing
image overlays and evaluating the prostate contour align-
ment between the resulting volumes with its corresponding
fixed volume. This process was done in 3D Slicer, a free open
source software package for visualization and image analy-
sis [23]. All of our images in the dataset were verified for its
registration accuracy. If the results were off by more than 2
mm, manual registrations were performed.

Biopsy accuracy analysis

To evaluate quantitatively and analyze the biopsy accuracy,
we defined and studied the following three terms (Fig. 3):

Target displacement is the distance between planned (pre-
needle insertion) and actual (post-needle insertion) biopsy
target. The actual target location was obtained by apply-
ing the transformation from the registration algorithm to
the planned target. To determine whether this dislocation is
the same as the needle insertion direction, the displacement
was decomposed into two components: one parallel and one
orthogonal to the needle vector. A Wilcoxon signed-rank test
was conducted to see whether target movement in the needle
direction was significantly higher than the orthogonal direc-
tion.

Needle placement error is the distance from the planned
biopsy target to the biopsy needle trajectory line. This dis-
tance indicates how much the robot had missed the intended
target, assuming no prostate motion during the biopsy pro-
cedure. The needle trajectory line was obtained using two
needle tip coordinates from the post-insertion volume. Com-
monly used titanium needles are not directly visible in MRI,
but they generate an artifact in the immediate neighborhood
of the needle. Therefore, the true needle position may differ
from the artifact position. However, in this particular case,
the needle artifact errors are significantly smaller than the
errors due to patient motion and tissue deformation [24].

Fig. 3 Illustration of the prostate dislocation during needle insertion
and the parameters used in biopsy accuracy analysis

Biopsy error is the distance from the actual biopsy target to
the needle trajectory line. This is the most relevant metric
for assessing biopsy accuracy, since the length of the tissue
core excised by the needle is about 20 mm long; hence, tar-
get movement orthogonal to the needle trajectory is of our
main concern. To further study the orthogonal component of
the displacement, it was separated into RAS coordinates and
principle component analysis (PCA) was performed on the
data.

Results

Registration accuracy

The patient data selection for this study simply requires avail-
able planning and needle confirmation image volumes along
with the corresponding planned biopsy target coordinates. A
total of 90 biopsies from 24 patients were studied.

The accuracy of the registration procedure was studied
in order to provide a bound on biopsy accuracy evaluation.
Images from 5 patients were each transformed by a differ-
ent ground truth. The differences between all of the ground
truth and the recovered transformations from the algorithm
were less than 1.0 mm. The registration results from all 90
biopsies were validated using the previously discussed image
overlay approach. The inaccuracy from the automatic regis-
tration was mainly due to poor image quality. After man-
ual adjustments, all registrations were accurate to within 2
mm. Figure 4 shows an example of a prostate surface before
and after the automatic registration. The signed-rank test has
shown that the results from rigid and deformable registra-
tions were significantly different (p ≈ 0). However, rigid
registrations recovered the majority (88 %) of the transfor-
mation.

As part of our validation process, we also manually regis-
tered the rectum and pubic bone from some of the images sep-
arately to verify whether patient and robotic device motion
were different from that of the prostate. We chose to estimate
patient motion by measuring the displacement of the pubic
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Fig. 4 Prostate contour
overlays before (left) and after
(right) the automatic registration

bone, and robotic motion by the displacement of the rectum,
since it contains the endorectal imaging probe of the biopsy
device. We found that the prostate motion was different from
its surrounding structures, and it moved more similar to the
bone than that of the rectum.

Biopsy accuracy

The mean, range, and standard deviation for target displace-
ment, needle placement error, and biopsy error are summa-
rized in Table 1. The histograms of these measurements for
all 90 biopsies are shown in Fig. 5a–c. Furthermore, target
displacements in RAS coordinates are plotted in Fig. 5d–f.
Lilliefors tests were conducted and it was found that none of
the target displacements, needle placement errors, and biopsy
errors are normally distributed. However, the biopsy errors
do follow a folded normal distribution (p = 0.08).

The parallel (mean 3.1 mm) and orthogonal (mean 3.6
mm) component of the displacement to the needle trajec-
tory was computed and found to be not statistically different
(p = 0.3) from one another, based on a signed-rank test.
For the parallel component, only 32 % of the targets moved
toward the needle insertion direction (mean 2.8 mm), and the
rest 68 % went in the opposite direction (mean 3.3 mm). Since
the biopsy tissue core is about 20 mm in length, it was still
able to excise the tissue that had displaced in the direction that
is parallel to the needle. A PCA was performed on the orthog-
onal component in RAS coordinates. The resulting first two

principal components ([1, 0.1, −0.1] and [−0.2, 0.9, −0.4])
accounted for 96 % of the data variance.

To study the effect of patient movement on biopsy accu-
racy, 22 biopsies that contained lateral patient motion (deter-
mined by visual inspection of the displacement of rectum and
pubic bone in 3D Slicer) greater than 5 mm were grouped
separately. Motions larger than 5 mm were suspected to
be caused by involuntary patient movements such as pelvis
movement or reflexive muscle clenching due to discomfort,
which is in nature different from prostate dislocation and
deformation caused by the needle. The results for these 22
biopsies alone and the rest of the 68 biopsies are listed in
Table 1. The large patient motion caused a 2.1 mm increase in
the mean biopsy error. Biopsies performed at the left and right
side of the prostate were also analyzed separately. Results
show that 43 % of right biopsies had a prostate displace-
ment toward right, and 61 % of left biopsies had displacement
toward left.

Discussion

The results from our three-stage registration algorithm
allowed for quantitative evaluation of the targeting accu-
racy for the APT-MRI system as well as prostate motion
analysis during biopsy. A clinically significant tumor has
a minimum volume of 0.5 cm3 [25], which correspond to
a sphere with a radius of approximately 5 mm. Therefore,
the maximum error should be less than 5 mm to not miss

Table 1 The data statistics for accessing biopsy accuracy

Target displacement (mm) Needle placement
error (mm)

Biopsy error (mm)

Mean 5.2 4.4* 7.8** 2.5 4.3 3.8* 5.9**

Range 0.9–18 0.9–14.8* 1.6–18** 0.1–10.7 0.2–12 0.2–11.6* 1.7–12**

SD 3.5 3* 3.8** 1.6 2.9 2.8* 2.8**

* Biopsies without the patient movement >5 mm group
** Biopsies only for patient movement >5 mm group
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Fig. 5 a histogram of target displacements, b histogram of needle placement errors, c histogram of biopsy errors, d axial view of the target displace-
ments, e sagittal view of the target displacements, f coronal view of the target displacements. Asterisk and dot represent left and right side biopsy

the targeted region. The targeting accuracy of the APT-MRI
system is considered to be technically acceptable, since the
mean and standard deviation of its needle placement error
are 2.5 and 1.6 mm, respectively (Table 1). This implies that
the robotic device was accurate enough to place the needle at
the intended biopsy target assuming no prostate movement
during the procedure. However, the prostate did dislocate and
deform upon needle insertion. Based on the 90 biopsy cases
used in this study, the mean prostate displacement was over 5
mm. This resulted in a mean biopsy error of 4.3 mm. Further-
more, 28 % of the biopsies have an error greater than 5 mm,
and this error is higher for cases with large patient motion

(Table 1). The folded normal distribution of the biopsy errors
means that any future errors will have a 95 % probability of
falling between two standard deviations (5.8 mm) above 0
mm. To monitor for gross and sudden changes to the prostate
location due to patient motion, real-time tracking by plane-
to-volume registrations can be used [26].

The biopsy needle was inserted approximately in the
superior–anterior direction toward the prostate. However, sta-
tistical test indicated that only half of the prostate disloca-
tion was in this direction. The majority of the variance from
the other half can be captured by the first two eigenvectors
from PCA of the orthogonal component of the displacement.
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This implies that the component of prostate dislocations that
caused the majority of the biopsy errors can be defined by a
plane with vectors [1, 0.1, −0.1] and [−0.2, 0.9, −0.4].

The separate registrations of prostate, rectum, and pubic
bone indicated that the prostate was capable of moving inde-
pendently of its surrounding structures. The reason why its
movement was more similar to the pubic bone may be due
to the transrectal robotic device limiting rectum movement
when the patient moves. The registration results also have
shown that even though the majority of prostate motion dur-
ing biopsy is rigid, there was also a significant amount of
deformation caused by the needle insertion process. There-
fore, to track the precise target location during biopsy,
deformable registration is recommended in addition to rigid
registration.

In conclusion, we performed a retrospective accuracy
analysis of an MRI-guided robotic prostate biopsy system
[6,7] by using a three-stage registration procedure to cap-
ture prostate motion during biopsy with an accuracy of 2
mm. The volumetric and soft tissue imaging capabilities of
MRI enabled us to identify the needle location in relation
to the prostate anatomy. In addition, the registration results
allowed for quantitative characterization of prostate disloca-
tion and deformation during transrectal biopsy. It was found
that majority of the prostate motion during the procedure was
rigid, but there were also a significant amount of deformation
during the process. Furthermore, the prostate moved differ-
ently from its surrounding structures. The exact amount of
these motion and deformation cannot be determined without
fiducials or finer volume images. However, even taking into
account of the imperfections of our validation framework,
the results still suggest that there is a substantial amount of
biopsy errors that should not be ignored. Further research
on prostate motion and deformation upon needle insertion
should be conducted to facilitate the development of motion
compensation techniques, which can be incorporated into the
clinical protocol to increase biopsy accuracy.
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